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SUMMARY 
The problem of measuring surface brightness temperatures of materials surrounded 
by hot radiating gases is discussed. Effects of extraneous radiation on the accuracy of 
measurements made by various types of pyrometers a re  considered, and two approaches 
are presented for obtaining accurate brightness temperature measurements. The first 
approach consists of correcting the data for effects of extraneous radiation. The second 
approach employs a variable-wavelength pyrometer in a wavelength region free from such 
radiation. Experimental data on a charring ablation material obtained with the second 
approach are presented and compared with data uncorrected for extraneous radiation 
obtained with a disappearing-filament optical pyrometer and with a total-radiation pyrom­
eter. The results indicate that large amounts of extraneous radiation from the testing 
environment used are present within the sensitive wavelength regions of the latter two 
instruments. 
An e r ro r  analysis shows that good accuracy in surface temperature measurements 
is now well within the state of the art for a variable-wavelength pyrometer. The experi­
mental data show that reproducibility of data obtained with such an instrument is extremely 
good and that the instrument is highly sensitive to small surface temperature changes. 
INTRODUCTION 
Part of the evaluation of proposed ablation materials consists of a detailed energy 
balance of the processes involved in ablation. This is obtained by testing the material in 
a high velocity gas stream simulating the expected entry environment. An important test 
parameter is the surface temperature from which the energy radiated is obtained. 
At present, the most accurate methods for obtaining surface temperatures of glowing 
ablation materials are those involving the techniques of optical pyrometry for which the 
theoretical relations and experimental methods are well documented. (For example, see 
ref. 1.) These techniques, however, are subject to serious e r ro r  if extraneous radiation 
is present. Such radiation may be present in the hot gas streams produced by certain 
types of test facilities or  may come into the optical path by reflections from the specimen 
surf ace. 
Two methods for handling extraneous radiation a re  presented in this paper. The 
first method consists of identifying and subtracting the portion of total measured radiation 
which is extraneous. Where the amount of extraneous radiation is small, certain approxi­
mate corrections are sufficient as discussed in reference 2. The presence of large 
amounts of extraneous radiation requires a more rigorous treatment of corrections as 
presented in appendix A of this paper. Certain types of extraneous radiation may be 
found impossible to handle with this method of subtracting correction terms. 
The second method employs use of a narrow-bandwidth pyrometer with variable 
wavelength in a portion of the spectrum free from extraneous radiation. Such a method is 
inherently more accurate than a method requiring a number of corrections, each of which 
involves some degree of error .  
In the work presented herein, this second method is used to obtain experimental 
data which a re  compared with data obtained with a disappearing-filament optical pyrom­
eter and a total-radiation pyrometer. The results indicate that large amounts of extrane­
ous radiation from the testing environment used a re  present within the sensitive wave­
length regions of the latter two instruments. 
An e r ro r  analysis shows that good accuracy in surface temperature measurements 
is now well within the state of the art for a variable-wavelength pyrometer. The experi­
mental data show that reproducibility of data obtained with such an instrument is excellent 
and that the instrument is highly sensitive to small  surface temperature changes. 
SYMBOLS 
The units used for the physical quantities in this paper a re  given in the International 
System of Units (SI). Factors relating this system to the U.S. Customary Units are given 
in reference 3. 
BA(T) effective spectral radiance of source at temperature T emitting line and/or 
band radiation in addition to any continuum radiation emitted 
C1 first constant in Planck black-body radiation function, 
1.1909 x watt-metera- steradian­
c2 second constant in Planck black-body radiation function, 
1.4388 x meter-OK 
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gain setting 
signal intensity 
function used, for convenience, to represent product of series of transmit­
tances and detector spectral sensitivity 
luminance or  photometric brightness 
spectral radiance (energy emitted from a body at temperature T at wave­
length A per unit time per unit solid angle per unit projected area per 
unit Wavelength interval),watt- meter' -steradian- '-meter- 1 
experimental quantity 
temperature, OK 
brightness temperature (temperature of a black body which has same spectral 
radiance at a particular wavelength as source (see ref. l)),OK 
relative spectral sensitivity of detector 
radiant power, watts/meterZ 
constant factor 
spectral emittance 
angle ,radians 
wavelength 
spectral reflectance 
Stefan-Boltzmann constant, 9.024 X watts 
meter 2- (OK)4-steradian 
spectral transmittance 
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Subscripts : 
b blackbody 
BG background 
C cooled 
e emitted 
f filter 
i incident 
PC primary calibration 
r reflected 
S specimen 
sc secondary calibration 
t test specimen 
1,2,3,. ;. numbers used to differentiate between luminances and temperatures 
Superscripts : 
1 9 1 1  , 1 1 1  used to differentiate between transmittances, gain setting, signal intensities, 
etc. 
APPARATUS AND TEST SPECIMENS 
Test Facility 
The radiating test medium was provided by the 2.5-megawatt atmospheric a rc  jet 
at the Langley Research Center. As with all facilities of this type, the hot gas stream is 
produced by passing the gas through a region containing electric arcs. The gas is heated 
by the arcs ,  then proceeds subsonically through a nozzle, and is ejected to the atmos­
phere. A more complete description of this particular facility is given in reference 4. 
4 
Test Mode1s 
The ablation models tested were all in the form of flat-face 7.6-cm-diameter cylin­
ders  and with lengths varying from 2.0 to 2.2 cm. The material used, a charring ablator 
with a density of approximately 1.2 Mg/m3, was a homogeneous mixture of 50 percent 
(by weight) nylon powder and 50 percent phenolic resin powder. 
In addition, several tests were made on a graphite model whose front surface had 
been coated to a depth of about 0.8 cm with pyrolytic graphite. This model was a flat-
face 7.6-cm-diameter cylinder approximately 10 cm long. 
Pyrometers 
Two pyrometers were used to obtain surface brightness temperatures. The first 
was a disappearing-filament optical pyrometer used to obtain data uncorrected for extra­
neous radiation. As the name suggests, this pyrometer operates by focusing the image 
from a source on the plane of a calibrated lamp filament then adjusting the filament cur­
rent until the filament luminance matches that of the source. This pyrometer has a fixed 
wavelength with a band pass ranging from approximately 0.62 p m  to 0.72 pm depending 
upon the relative luminosity factor of the observer. (See ref. 1.) The mean effective 
wavelength (ref. 1)of this instrument is, nominally, 0.653 pm. The disappearing-filament 
pyrometer is calibrated by means of a tungsten-filament lamp which has, in turn, been 
calibrated by the National Bureau of Standards. 
The second pyrometer was an instrument designed for determination of gas temper­
atures by using emission and absorption measurements. (See ref, 5.) It consists basi­
cally of a monochromator with the variable-wavelength adjustment presently calibrated in 
the range 1.0 to 3.0 pm and with a built-in tungsten filament lamp used as a secondary 
energy calibration. (See fig. 1for schematic diagram.) A commercially produced black­
body is used to obtain a primary energy calibration. The lead sulfide energy detector 
temperatures are in the range of 290° to 300' K, stabilized to within *O.lOo K for testing 
times used. The detector signal is amplified, then recorded as a function of time on a 
strip-chart recorder. 
Entrance and exit slits are equal in width and six different fixed widths varying from 
1.00 to  0.025 mm are provided. This gives wavelength bandwidths of 24.7 to 0.617 nm 
for radiation at a wavelength of 1.00 p m  and 22.3 to 0.557 nm at a wavelength of 3.00 pm. 
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Figure 1.- Schematic of optical system of variable-wavelength pyrometer with internal 
energy-calibration lamp. 
METHODS AND EXPERIMENTAL PROCEDURES FOR HANDLING 
EXTRANEOUS RADIATION 
The basic equations used in the theory of optical pyrometry are well covered in the 
literature (e.g., ref. 1); thus, they are not discussed herein. For convenience, they are 
summarized briefly in appendix B. 
If the radiation entering an optical pyrometer is emitted only from the real  body 
under observation, accurate surface temperatures a r e  readily obtained. However, if 
extraneous radiation is present, the observed luminance and corresponding surface tem­
peratures a re  increased in proportion to  the amount of such radiation. It is then neces­
sary either to  correct the measured luminance for the effects of extraneous radiation or, 
if the radiation is in the form of atomic or molecular lines or bands, to make measure­
ments in a wavelength region free from it. A combination of these two methods may be 
necessary if the extraneous radiation consists of both a continuum and atomic or molecu­
lar lines or bands. Consider, for example, the spectrograms, reproduced in figure 2, 
which were made of the gas stream of the arc-jet facility used in this study. In addition 
6 
Wavelength scale,  pm Wavelength of maximum sensitivity of pyrometer 
Upper wavelength limit 
of emulsion sensitivity 
Nilrogen 
1 
Working gasT 

I 
c 
Air 
Wavelength range of 
disappearing-filament
optical pyrometer 
Figure 2.- Spectrums of gas stream of 2.5-megawatt atmospheric arc jet at Langley Research Center on type 103-F emulsion. 
to the line and band structure apparent, an underlying continuum shows up in microdensi­
tometer traces. If a variable-wavelength pyrometer were to be used in making brightness 
temperature measurements of specimens in a facility of this type, one would pick a wave­
length region where the total extraneous radiation is a minimum. The luminance due to 
unavoidable extraneous radiation would then be determined and subtracted from the total 
measured luminance. This procedure minimizes e r ro r s  due to uncertainties in measure­
ment of correction terms. 
In order to serve as a guide for experimenters restricted to use of fixed-wavelength 
instruments, a fairly rigorous treatment of a method for obtaining the spectral radiance 
of a test specimen in the presence of extraneous radiation by subtraction of correction 
terms is presented in appendix A. Use of this method, however, requires prior knowledge 
of the directed spectral reflectances of the test and calibration specimen surfaces and of 
the spatial distribution of extraneous radiation emitted from the gaseous testing environ­
ment. Aside from the fact that each of these correction terms contains its own inherent 
experimental e r ror ,  the necessary reflectance data are only rarely found in the literature 
and even then are often contradictory from one source to another. This necessitates 
setting up an independent reflectance measuring experiment, a tedious and difficult proc­
ess in itself, if meaningful and reliable data are to be obtained. 
A further examination of this method reveals that it does not account for the possi­
bility of radiation from the gaseous products of the ablation process. In fact, a method of 
correcting for  radiation from these outgassing ablation products is not immediately 
7 
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apparent and, if not impossible, will certainly be difficult and will contain yet another 
inherent experimental e r ror .  
For these reasons, a method of obtaining test specimen luminance* by means of a 
variable-wavelength instrument has been considered and experimentally tested. In this 
method, the radiation from the test specimen and testing environment a re  surveyed sep­
arately as a function of wavelength, following which a wavelength region free of extraneous 
radiation is used for a luminance measurement. Corrections for extraneous radiation are 
thus eliminated and both the spectral radiance and temperature of the specimen are easily 
calculated by means of the basic pyrometer relationships. In order to serve as a guide­
line or  point of departure for other experimenters, the experimental procedures used in 
this study are given in detail as follows. 
With the specimen in testing position, the pyrometer was focused on the center of 
the test specimen. Because of the geometry of the test setup, an observation angle of 
about 70° from the normal to the surface of the specimen was used. The setting-up pro­
cedure included checking for and eliminating any sources of background radiation, such as 
illumination lamps for photographic data recording, both with and without the specimen in 
testing position. 
The arc jet was then turned on with the specimen removed from the testing position 
and the pyrometer wavelength scan was activated. This resulting strip-chart recording 
gave a curve of arc-jet emission as a function of wavelength over the instrument C a l i ­
brated wavelength range. The use of both air and nitrogen as test gases required per­
forming this procedure for each test gas. The absence of measurable emission from the 
test gas over the calibrated range of the pyrometer allowed measurements to be made at 
any desired wavelength within the calibrated range. If strong emission had been present 
in some wavelength regions, these regions would have been avoided during the subsequent 
testing. 
Next a test specimen was placed in the testing position with the a rc  jet on and the 
pyrometer wavelength-acceptance band was again scanned over the calibrated wavelength 
region. The data obtained in this step were used to determine the existence of line or 
band radiation emitted by the gases effluent from the ablating test specimen. Such radia­
tion would show up on the strip-chart recording as "blips" in the shape of line or  band 
-* Luminance is defined in the literature as the radiance of a surface evaluated 
according to its capacity to produce visual sensation. (See ref. 1.) The definition is 
extended in this paper to include detectors other than the human eye - that is, photoelec­
tric or thermoelectric detectors; hence, also included are wavelengths outside the human 
visual range. This extension is valid since the mathematical description for luminance 
holds for automatic detectors as well as for the human eye. 
a 
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profiles superimposed upon the continuum radiation from the specimen. Again, such 
radiation was  not found. Its presence over some given wavelength region would have 
necessitated avoiding that region in making the final luminance measurements. 
Finally, with the pyrometer wavelength fixed at 1.0 pm, a measurement was made 
of the luminance of the test specimen as a function of testing time. These data were then 
reduced to obtain spectral radiance and brightness temperature as a function of time by 
use of the basic pyrometer relationships. 
For comparison purposes, simultaneous measurements with a standard, 
disappearing-filament, optical pyrometer were made for several tests. A s  with the 
variable-wavelength pyrometer, the geometry of the test setup necessitated a look angle 
of 70° to 80° from the normal to the test specimen surface. The pyrometer was focused 
initially on the center of the test specimens, but difficulty in focus position was encoun­
tered during the testing periods because of a tendency to seek local hot spots rather than 
the center. 
PRECISION 
Minimizing experimental e r ro r  is of particular importance in projects of this type 
where the data obtained a r e  merely one of many terms in a complicated energy balance 
equation for an ablation material. Hence, a formal eptimate of experimental e r ror  is 
necessary to obtain an indication of the reliability of data and to determine which e r ror  
sources are most important. 
The requirements both for a high degree of precision and for time- and space-
resolved measurements necessitate the use of automatic data-recording instruments 
rather than those which use the human eye as a detector. These instruments not only 
eliminate the possible human e r ro r  but also allow the use of much narrower spectral 
bandwidths; hence, the e r ror  due to uncertainty in wavelength is decreased. 
The accuracy required also makes desirable the use of monochromatic rather than 
total-radiation pyrometers or multiwavelength instruments, especially if fixed-wavelength 
instruments a re  used. This is because of the greater inherent accuracy of the mono­
chromatic instruments for laboratory use (ref. 6) plus the possibility of much greater 
e r ro r  in the total radiation pyrometer or  the multiwavelength instruments due to effects 
of extraneous radiation, particularly if the majority of the extraneous radiation is concen­
trated in only one of the sensitive wave bands of the multiwavelength instruments. 
Er ror  Analysis for Automatic Pyrometer 
In the actual measurements made with a narrow-bandwidth optical pyrometer, the 
spectral radiance NA,b(T~)of a source at a brightness temperature T g  is obtained 
from the proportionality 
9 
where It is the recorded test specimen signal. If a null-balancing data-readout method 
is used, such as with a disappearing-filament pyrometer, the source radiance is equal to 
that of the calibration lamp and the source brightness temperature is obtained directly 
from the lamp's calibration curve. When the instrument used does not operate by a null-
balancing technique but instead on the assumption that the output signal is directly propor­
tional to  the intensity of .the input radiation, the specimen spectral radiance is given by 
where, for the instrument of interest in this report, the radiance from the internal sec­
ondary energy calibration lamp Nh('I'1) is a constant since the lamp current is held con­
stant. If different gain settings are used fo r  the test specimen and calibration signals, 
the ratio of signal intensities It/Isc must be multiplied by the ratio of gain settings 
Gsc/Gt. Also, both the signal-intensity and gain-setting ratios must be corrected for  
any nonlinearities present. 
The primary calibration of the instrument by means of a black body at known tem­
perature results in an equation similar to equation (2) for the secondary calibration radi­
ance NA(T~).In t e rms  of the primary calibration, then, the test specimen spectral radi­
ance is 
where the primes are used to differentiate between the signal intensity and gain setting of 
the secondary calibration lamp for the primary calibration (Ikc and GLc) and for the 
test run (Isc and Gsc). If the Planck black-body radiation function as given by equa­
tion (B2) is used for the spectral radiance of the primary-calibration black body 
NA,b(Tpc), the following expression for the spectral radiance of the test specimen is 
obtained: 
When this expression is used, the mathematical expression for the experimental 
uncertainty of NA,b(TB) is obtained by the standard procedure (ref. 7) of taking the total 
derivative of the logarithm of equation (4), then passing from the infinitesimal derivatives 
to  finite intervals for which the corresponding individual e r r o r  estimates a re  substituted 
in the application of the equation. The most probable experimental e r ro r  in the spectral 
radiance of a test specimen, defined as the square root of the sum of the squared e r ro r  
10 
terms, is given by 
cs) ' 
where the uncertainties in the constants C1 and C2 of the Planck black-body radiation 
law are considered negligible and it is assumed that the wavelength is small enough 
(i.e., X < 2.5 pm) to make the one in the term containing an exponential function of equa­
tion (4) negligible in comparison with the exponential. This allows cancellation of the 
exponential functions and equation (5) results. 
Writing equation (B7) in terms of a temperature T rather than T2 and applying 
the procedure just outlined, one obtains a most probable e r ror  in the spectral radiance of 
a black body of temperature T of 
From equation (6) the probable e r ro r  in the true temperature of the specimen is (using 
eq. (B2) for NX,b(T)): 
Equations (5) and (7) have been used to obtain a most probable estimated e r ro r  for 
a test case of T = 2000' K and X = 1.00 p m  for the instrument used in this experiment. 
The results as well  as the intermediate e r ro r  estimates are presented in table I. The 
estimate of each contributor to the total e r ror  is either experimentally determined, esti­
mated from a knowledge of the quantities involved, or arrived at by some combination of 
these two. The source of each estimated uncertainty is indicated in the last column. 
Most of the estimated uncertainties have been made deliberately large in an attempt to 
account for any overlooked e r ro r  sources. 
The same equations can be applied to an instrument now possible at the present 
state of the art by estimating that the uncertainties in the gain linearities Gsc/Gt and 
Gpc/GLc a re  *l percent, and that the uncertainties in the terms I&, Isc, and It are 
all *2.2 percent (*0.2 percent reading er ror  plus 1percent linearity e r ro r  plus 1percent 
11 

I 

TABLE I.- ESTIMATE OF MOST PROBABLE EXPERIMENTAL ERROR FOR A 
VARIABLE-WAVE LENGTH MONOCHROMATIC RADIATION PYROMETER 
Estimated 
uncertainty,
aQ

Q 
0.036 
0 
0.012 
0.112 
0.312 
0.112 
0.010 
0.005 
0.20 
0.372 
0.422 
0.052 
0.059 
Source of uncertainty estimate 
Average of severa l  experimental measurements 
Identical gain setting, hence ze ro  uncertainty 
Reading e r r o r  (estimated within *0.2 division on 
a 100-division scale)
ILinearity e r r o r  (estimated within +lpercent) E r r o r s  due to instrument instabilities (estimated up t o  &30percent) 
Estimated 
Wavelength setting uncertainty (estimated) 
Calculated uncertainty due to  instrument 
spectral slit width 
Estimated 
Equation (5) 
Equation (6) 
Equation (7) 
uncertainty due to  instrument instabilities). All other te rms  are estimated as given in 
table I. Using these values, it is found that uncertainties in brightness temperatures of 
1percent or  less rather than the minimum of 5 percent with the present instrument are 
attainable. Hence, for an instrument possible at the present state of the art, the uncer­
tainty in directed spectral emittance is the dominant source of error in t rue surface 
temperatures. 
RESULTS AND DISCUSSION 
As outlined in the introduction, energy radiated from the glowing surface of an abla­
tion material under test is an important component of the energy balance equation for such 
a material. First attempts in this facility to obtain radiated energy were made by applying 
surface brightness temperatures measured with a standard disappearing-filament optical 
pyrometer to the familiar Stefan-Boltzmann law: 
P = Em4 (8) 
12 

where cr is the Stefan-Boltzmann constant and the total emittance E was assumed t o h  
unity. 
The temperatures obtained in these preliminary measurements indicated, however, 
that the ablation specimens were radiating more energy than the energy input to them as 
measured by a cold-wall calorimeter. 
Since the uncertainties in calorimetrically measured energy inputs were suspected 
to be less than the indicated discrepancies, the accuracy of data obtained with the 
disappearing-filament optical pyrometer was questioned. Confirmation of the calibration 
of the optical pyrometer indicated the possibility of e r ro r s  as a result of extraneous radia­
tion from the testing environment. 
Portions of spectrographic plates made previously of the gas stream of the arc-jet 
facility used are given in figure 2. This figure shows the presence of strong line and 
band radiation throughout the spectral range to  which the disappearing-filament optical 
pyrometer is sensitive. Microdensitometer traces of these spectrum plates show an 
underlying continuum radiation as well as the band and line radiation apparent to the eye. 
A s  might be expected, the strong copper-oxide bands present with air as a working gas 
a r e  much weaker in the pure nitrogen test stream. 
High-speed films of ablation material tests gave further indication of the presence 
of strong extraneous radiation. Several such films showed, very distinctly, images of the 
rotating a rcs  within the arc-jet facility reflected from certain types of glassy-surface 
ablation materials. Such radiation from within the a rc  jet could conceivably contribute to 
the measured luminance of a charring ablation material by means of diffuse reflections 
from the surface of the specimen. 
The first set of data obtained in this study was for the purpose of comparison of the 
various instruments used in surface temperature measurements. Models and arc-jet 
test parameters identical to those for which data are presented in reference 8 (speci­
men 25 in fig. 8) were used. Data obtained both with the variable-wavelength instrument 
and the disappearing-filament optical pyrometer were compared with the total-radiometer 
data of reference 8. The results of the comparison, showing brightness temperature as a 
function of time, are given in figure 3, which includes the data given in reference 8 .  An 
indication of the reproducibility of data obtained with the variable-wavelength pyrometer 
may be found in this figure since the data plotted for that instrument represent measure­
ments made on two separate specimens whose test parameters were as nearly the same 
as possible. Except for the first few seconds of each test, the reproducibility throughout 
the test period is so good that the largest percent differencdin measured brightness tem­
perature for the two tests is only 0.67 percent. 
To examine more closely the discrepancies shown among the three instruments, 
consider figure 3, for example, at a testing time of 50 sec. If the directed spectral 
13 
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Figure 3.- Comparison of surface-brightness-temperature history of ablation material 
specimen obtained with different type instruments. 
emittance of the specimen is assumed constant over the wavelength range from 0.65 ym 
to 1.OO pm, the brightness temperature measured by the disappearing-filament optical 
pyrometer at 0.65 y m  is the same as would be measured at a wavelength of 1.00 pm. 
Then, according to equation (8), the radiated energy rate as calculated from data obtained 
with the disappearing-filament optical pyrometer is over three times that indicated by the 
variable-wavelength monochromator. Similarly, the total-radiometer data show a rate of 
energy emission over two times that indicated by the variable-wavelength monochromator. 
Since these differences are somewhat larger than were expected, other possible 
causes were considered. First, the assumption of constant directed spectral emittance 
over the wavelength region of interest is probably not valid. Unfortunately, spectral 
emittance data for the ablation material used has not been available in the literature for 
the spectral range of interest. If the material is assumed to exhibit a general decrease 
14 

in spectral emittance with wavelength similar to that of its main constituent, carbon (as 
shown in ref. 9), then a linear extrapolation of the data of reference 10 shows the spectral 
emittance at 1.00 p m  is, at most, only about 10 percent less than at 0.65 pm. 
However, in order to account fully for the differences obtained it would be neces­
sary for the spectral emittance to decrease by at least 80 percent between 0.65 p m  and 
1 .OO pm. Therefore, a variation of directed spectral emittance with wavelength apparently 
does not account for the differences noted. 
Calibration e r ro r  is the second possible cause of the differences in temperatures 
measured by the various instruments. The calibrations of both the disappearing-filament 
optical pyrometer and the total radiometer were checked and confirmed. The variable-
wavelength monochromator was carefully calibrated just before the tests of figure 3. If 
the measured spectral radiance is assumed to be low due to calibration e r ro r  of this 
instrument, then, when it is adjusted by the estimated 37 percent most probable e r ror ,  
the radiated energy rate obtained with the disappearing-filament optical pyrometer is 
still 2.8 times that indicated by the variable-wavelength monochromator. If the estimated 
10-percent decrease in directed spectral emittance between the wavelength of 0.65 p m  
and 1.00 p m  is included, the ratio of measured energy emission rates for the two instru­
ments is 2.6,and the ratio obtained with the total radiometer to the adjusted rate mea­
sured with the variable-wavelength monochromator is l .9. 
These differences are still so  much larger than expected that some unknown source 
of e r ro r  in the calibration of one or more of the instruments cannot be discounted. In 
addition, there exists the possibility of e r ro r  due to interference from the large fluctuating 
electric and magnetic fields in the vicinity of the arc-jet facility in which tests were made. 
Particular care was taken in placement of the variable-wavelength pyrometer for these 
tests in an attempt to avoid such interference, and it was noted that the starting and run­
ning of the a rc  jet caused no measurable deflection of the strip-chart recorder. However, 
the absolute accuracy of these particular measurements is not of importance here, as 
they are being used mainly to illustrate the proper methods to use for obtaining surface 
temperatures in the presence of large amounts of extraneous radiation. The large dif­
f erences obtained in the comparison certainly indicate a strong possibility that extraneous 
radiation is indeed affecting the measurements made with the disappearing-filament opti­
cal pyrometer. 
Additional tests made with a pyrolytic graphite specimen give further indications of 
the sensitivity of measurements made with this type of instrument. The data presented 
in figure 4 show the effect on surface temperature of changing input heating rate and 
working-gas composition. These tests were all done on the same specimen since the 
heating rates used were too low to ablate the pyrolytic graphite surfaces. As expected, 
the surface temperature increases with increased heating rate and the small changes of 
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Figure 4.- Effects of surface heating rate and test gas composition on brightness temperature of pyrolytic graphite specimen as 
measured by variable-wavelength pyrometer. 
temperature during the test runs by the variable wavelength pyrometer are easily 
detected. Also, the addition of oxygen to  the working gas increases the surface tempera­
ture  because of catalytic and oxidation effects at the model surface. 
POSSIBILITIES FOR FUTURE DEVELOPMENT 
In addition to the accuracy (see section "PrecisionT1),sensitivity, and reproducibility 
possible with the variable-wavelength type of instrument, several  other possible future 
applications a r e  well worth considering. 
First, the output data signal, available as a small varying voltage, need not be 
recorded on a strip-chart. Much data-reduction time can be easily eliminated by 
recording on tape o r  by some other method easily adaptable to computerized data reduc­
tion. Only those constants necessary for calibration are required, in addition to the 
recorded data, for automatic data reduction. 
Second, the external optics of the instrument can be designed to provide rapid scan­
ning of the test specimen image across the entrance slit of the monochromator. This, 
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coupled with automatic recording and data reduction, can result in space-resolved as well 
as time-resolved surface-brightness-temperature histories of test specimens. 
Finally, rather than employ a monochromator, a multiwavelength instrument, for 
which each wavelength region can be independently adjusted to avoid extraneous radiation, 
could be used. With data from such an instrument, two-or-three-color pyrometry theory 
(ref. 6) could be applied to obtain a rough first approximation for a true surface tempera­
ture. The data from each wavelength channel could then be used to obtain brightness tem­
peratures from which relative emittances could be calculated. These relative emittances 
could be used in the multicolor theory to obtain second approximations to surface tem­
peratures. By iterating (assuming that the iteration converges), it should be possible to 
obtain not only true surface temperatures but also relative spectral emittance over the 
wavelength range covered by the several wavelength channels being recorded. A knowl­
edge of emittance at some particular wavelength for a given temperature could then 
result in absolute emittances at several wavelengths as a function of measured surface 
temperatures. 
CONCLUDING REMARKS 
Extraneous radiation has been found present in the testing environment of the 
2.5-megawatt atmospheric arc jet at the Langley Research Center. A comparison of 
ablation specimen surface temperatures obtained with three different types of pyrometer 
indicates that the presence of such radiation may seriously affect measurements. The 
preferred method for handling extraneous radiation is by use of a variable-wavelength, 
narrow-bandwidth pyrometer in spectral regions free of such radiation. Such an instru­
ment is extremely sensitive to small temperature changes and provides data highly repro­
ducible from test to test. 
Langley Research Center, 
National Aeronautics and Space Administration, 
Langley Station, Hampton, Va., March 3, 1966, 
124-08-03-13-23. 
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APPENDIX A 
METHOD FOR CORRECTING LUMINANCE MEASUREMENTS FOR 
THE PRESENCE OF EXTRANEOUS RADIATION 
A fairly thorough literature search has shown an apparent lack of a rigorous treat­
ment of a method for correcting for extraneous radiation. This appendix is an attempt 
to  correct such a lack. It is general enough to  be applicable both to  the standard 
disappearing-filament type optical pyrometer and to more sophisticated variable-
wavelength instruments with automatic data detection and recording. 
In order to make the required corrections for extraneous radiation, it is necessary 
to  assume that any extraneous line or band radiation falling within the sensitive wave­
length band of the instrument will cause the same detector response as that caused by a 
black body at some given temperature. It is then valid to treat the total measured lumi­
nance as the sum of the luminances from the test specimen and from one or  more "effec­
tive" black bodies representing extraneous radiation. Luminance is defined in the litera­
ture as the radiance of a surface evaluated according to  its capacity to produce visual 
sensation but it is extended in this paper to include detectors other than the human eye -
that is, photoelectric o r  thermoelectric detectors; hence, also included a r e  wavelengths 
outside the human visual range. 
Sources of Extraneous Radiation 
The possible sources of extraneous radiation considered here a r e  background radia­
tion from the general environment around the test facility, radiation emitted from the 
immediate testing environment, and radiation reflected from the test specimen. 
The first may occur as direct or reflected radiation from sources o r  reflective sur­
faces intruding into the solid angle of the pyrometer optical path. Proper pyrometer 
placement or careful shielding will usually eliminate such radiation. The possibility that 
it cannot be eliminated necessitates considering two contributors t o  background radiation. 
The first contributor is radiation originating within the portion of the pyrometer optical 
path extending beyond the model position; this radiation does not enter the pyrometer when 
the model is in position. Background radiation entering the optical path between the 
pyrometer and the specimen testing position is not considered since it can almost always 
be eliminated by proper pyrometer placement. The first contributor to background radia­
tion causes a detector response of luminance LBG. Reflections from the specimen sur­
face comprise the second contributor to  background radiation. The resulting luminance 
is included in another reflection term to be considered later. 
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Radiation emitted from the immediate testing environment, such as from the hot 
gases surrounding a specimen in an arc-jet stream, consists of line or  band radiation and, 
possibly, of continuum radiation. This radiation is measured as a luminance Le. 
The radiation reflected from the test specimen surface can originate from either the 
immediate or the general testing environment. The measured reflected luminance Lr,S 
includes the reflections due to the background radiation discussed previously. 
The total measured luminance of a test specimen surface is expressed mathemati­
cally as 
where Ls is the luminance of the test specimen at a brightness temperature of TB. 
Isolation of Correction Terms 
The luminance of the test specimen is obtained by isolating in a stepwise fashion the 
various contributors t o  extraneous radiation and subtracting their luminances from the 
total measured luminance. 
When the pyrometer has been positioned and focused, the first measurement is made 
with the testing facility not operating and the test specimen not in the optical path of the 
instrument. This gives a value for background luminance LBG originating along the 
portion of the optical path of the instrument extending beyond the specimen position, as 
shown in figure 5(a). 
The next measurement is made with the testing facility operating but again with the 
test specimen not in testing position. The measured luminance in this step is the sum 
LBG + XLe, and, since LBG has been determined, XLe is readily obtained. (See 
fig. 5(b).) The factor X is used to  indicate that only a portion of the total radiation 
measured along the unobstructed optical path is present with a specimen in position. This 
factor is 2 for the ideal case (see path I in fig. 5(b)) of an optical path perpendicular to 
the axis of a cylindrically symmetrical test stream and with the stream axis as the pyrom­
eter focal point. In general, however, test-facility geometries and specimen positions do 
not permit this ideal condition; the optical path is as indicated by path II of figure 5(b). 
Thus, because of axial as well as radial gradients of radiation intensity within the test 
stream, a factor of 2 for  X will give only a crude approximation to the correct value of 
Le. A better approximation may be obtained by applying the Abel inversion technique 
(ref. 11)at a sufficient number of axial positions in the gas s t ream to allow determination 
of the relative intensity profile along the unobstructed optical path. The factor X is 
obtained from a plot of relative intensity against distance along the optical path by taking 
the ratio of the a rea  under the portion of the curve resulting from radiation between the 
pyrometer and the model position to  the total area. Unless preliminary measurements 
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Figure 5.- Schematic of method for step-by-step isolation of correction terms for extraneous radiation. 
show that the luminance of the test gas is a large portion of the total measured luminance 
and that an extremely unsymmetrical intensity profile along the optical path exists, the 
time and effort required to obtain an approximation to the factor X better than 2 is 
unwarranted. 
The third measurement is made with the test facility operating and with a metal 
water-cooled specimen of the same size as the ablation specimen in the testing position 
as shown in figure 5(c). The cooling insures that no detectable radiation is emitted from 
the specimen itself; hence, reflected radiation can be isolated. The measured luminance 
L1 is given by the sum 
L1 = Le + Lr,c (A2) 
where the luminance reflected from the cooled specimen Lr,c includes sources both in 
the immediate testing environment (such as from the arcs within the arc-jet facility) and 
from the background. 
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The last measurement is made with the test facility operating and the test  specimen 
in position. (See fig. 5(d).) The measured luminance is that expressed by equation (Al). 
Reflectance Corrections 
In order to determine the luminance of the test specimen Ls, it is necessary to 
correlate the terms for reflected luminance Lr,s and Lr,C in equations (Al) and (A2). 
These luminances are not equal, except by coincidence, because of the differences in tem­
perature and directed spectral reflectance between the water-cooled and the radiating test 
, specimens. 
A specimen with a perfectly reflecting surface would result in a measured luminance 
Li independent of specimen surface properties. The integral representations for Li 
and for the actual measured luminances Lr,C and Lr,S are written: 
where the various Bh terms a re  radiance terms which include the effects of the spec­
tral distribution of the extraneous radiation. The temperatures (T3, T4, and T5) differ­
entiate between the effective temperatures of the effective black bodies producing the 
various luminances in question. The relations between the integral representations for 
Li and Lr,, and Lr,c a re  given by 
and 
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where pA(T,B) and pA(T6,0) a r e  the spectral reflectances of the radiating test speci­
men at temperature T and the water-cooled specimen at temperature T6, respectively, 
as observed at an angle 8 from the normal to  the surface of each specimen. If the sen­
sitive spectral bandwidth of the pyrometer is narrow enough, these reflectances are 
closely approximated by constants and, hence, can be taken from under the integral sign 
to  obtain 
and 
Test Specimen Luminance 
The luminance of the test specimen can now be obtained by either of two methods. 
Solving for Lr,s in t e rms  of Lr,c by use of equations (A6) and (A7) and substituting 
into equation (Al) gives: 
Alternatively, the values of Lr,S and Lr,c from equations (A6) and (A7) can be sub­
stituted into equations (Al) and (A2) and solved simultaneously to obtain 
Equation (A9) is more conveniently used than equation (A8) since its use does not 
require an absolute measure of the reflected luminance Lr,C. Furthermore, if the ratio 
of the two reflectances approaches unity, the coefficient of the Le term may become so 
small  that this te rm is negligible in comparison with the other terms. The specimen 
luminance Ls is then approximated as the difference between the total luminance L 
measured with the specimen in the test stream and the total luminance L1 measured 
with a water-cooled metal specimen in the stream. 
The test specimen luminance Ls, as determined by equation (A9), is now equated 
to  the integral on the right-hand side of equation (B5); hence, use of equation (B6) gives 
the spectral radiance of the test specimen. 
The spectral radiance and the directed spectral emittance of the specimen now per­
mit use of equation (B7) to  obtain an effective black body spectral radiance. The true 
specimen temperature T then follows from use of the Planck black-body radiation func­
tion, equation (B2). 
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The preceding discussion incorporates, implicitly, two assumptions: (1)that the 
testing environment, though it may be radiating strongly, is optically thin and (2) that the 
insertion of a specimen into the testing environment has no effect on the radiation from 
the test gas. 
Consider the first assumption. If the test gas radiation is extremely strong, part 
of the energy radiated from the test specimen may be absorbed in passing through the 
test gas. For an optically thick gas, the energy from the test specimen may be entirely 
absorbed, thus making pyrometric measurements of specimen properties impossible. 
For all test conditions except an optically thick testing environment, absorption of 
radiated specimen energy may or  may not be a problem depending on what information is 
wanted from the pyrometric measurement. If energy lost by radiation from the specimen 
is the primary objective, then the methods developed with the assumption of an optically 
thin test environment are still valid since use of these methods will give the desired net 
luminance of the specimen. In fact, luminances obtained from the specimen brightness 
temperature would be in e r ro r  since they would give the total specimen luminance not the 
net luminance with respect to the testing environment which is the actual measure of 
energy lost by radiation. 
On the other hand, if the specimen surface temperature is the objective of the 
experiment, then a measurement must be made to  determine what portion of the energy 
from the test specimen is absorbed in passing through the test gas. Such a measurement 
would necessitate constructing a water-cooled model containing a radiant source of known 
luminance directed at the pyrometer and an optical chopper with a fixed chopping fre­
quency. The pyrometer detector electronics would then have to incorporate alternating-
current circuits sensitive only to the chopping frequency. With such a test setup, the 
emission-absorption methods presented in reference 5 could be used to  obtain the portion 
of specimen luminance lost through absorption by the test gas. The measured quantities 
Ls, Lr,S, and Lr,C must then be corrected for the effects of absorption in order to 
obtain the true value of specimen luminance. 
The second assumption is valid for a subsonic gas stream such as is effluent from 
the facility used in this study. For a supersonic stream, however, the luminous shock 
wave preceding a test  specimen is not present when the specimen is not in the stream. 
Thus the determination of luminance from the testing environment Le is not correct for 
a supersonic gas stream if it is obtained by the method discussed previously. The 
correct value for Le, for this method, may be obtained by use of the same water-cooled 
specimen used to  determine whether the test gas is optically thin. This specimen is 
placed in the test s t ream with its optical chopper operating but with the radiant source 
not operating. Any signal obtained would give the value of luminance reflected from the 
cooled specimen Lr,C. A second optical chopper is then placed in the optical path 
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between the pyrometer and the test gas and operated at a frequency which is different 
f rom that of the first chopper but to  which the pyrometer detector electronics are also 
sensitive. Measurements obtained with this experimental setup give the sum Le + Lr,c. 
One can then proceed as before to obtain the specimen luminance. 
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BASIC PYROMETER RELATIONSHIPS 
The luminance L of a black body at temperature T as seen through any pyro­
metric instrument at wavelength X is given by (ref. 1): 
where 
7A spectral transmittance of all optical components in instrument through which 
only energy from black-body source passes 
7;: spectral transmittance of all components, excepting -rX,f,common to energy 
from both source and energy calibration device (pyrometer lamp) 
7 X  ,f spectral transmittance of wavelength limiting filters or exit slits which are 
also common to all energy sources 
VX relative spectral sensitivity of energy detector 
NX ,b(T) spectral radiance, found by use of Planck black-body radiation function 
When a match is made between the luminances of the black body and the pyrometer 
lamp filament, 
where 
N ~ ( T ~ )  spectral radiance of pyrometer lamp filament at temperature T1 
7l
X
1 1 spectral transmittance of all optical components through which only energy 
from pyrometer lamp filament passes 
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A series of such luminance matches for different black-body temperatures provides the 
instrument calibration. 
A luminance match now between a real body at temperature T2 and the pyrometer 
lamp filament is expressed as 
where, for  convenience, the function K2(X) is substituted for the product T ~ ~ T ~ ~ ~ Th X,f%
and it is assumed that the optical paths for the real body and the black body are essentially 
the same; that is, no optical components such as lenses or mir rors  are in one path and 
not in the other. The instrument calibration allows the substitution of equation (B3) for 
the pyrometer lamp filament luminance to obtain 
where TB (T in eq. (B3)) is the brightness temperature of the real body. Since all 
other te rms  under the integration signs a re  equal on both sides of the equation, it is valid 
to  equate the spectral radiances 
Nh(T2) = Nh,b(TB) (B6) 
The true temperature T2 is then obtained from the Planck black-body radiation function 
(eq. (B2)) and from 
Eh(T2,O) spectral emittance of real body at temperature T2 as observed at an 
angle 0 from normal to body surface 
NX ,b(T2) spectra1 radiance of a black body at temperature T2 
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